[Quantitative fluorometry at the ocular fundus (author's transl)].
Description of a videodensitometric method for the quantitative evaluation of fluorescence angiography photographs using the Quantimet 720 image analysis computer system. The clinical value of the new method is demonstrated in a case of central serous retinopathy. With the aid of these measurements the activity of leakage points can be assessed more exactly than by mere subjective inspection of the gained pictures, thus allowing a better control of the effects of a chosen therapy.